
  

 



For detailed handling procedures and key operations, refer to separate 
PZ400/PZ900/PZ401/PZ901 Instruction Manual.  
The manual can be downloaded from the official RKC website: 

https://www.rkcinst.co.jp/english/download-center/ 

Ramp/Soak Controller 

PZ400/PZ900/PZ401/PZ901  
IMR03B02-E2 All Rights Reserved, Copyright  2019, RKC INSTRUMENT INC. 
 
Thank you for purchasing this RKC product. In order to achieve maximum performance and 
ensure proper operation of the instrument, carefully read all the instructions in this 
manual. Please place the manual in a convenient location for easy reference.  
This manual descries basic key operations of the PZ400/900/401/901. 

 

 

 
 
 

 
Notes for the display 

 See the following legends for the key operations described in this manual. 
Legend 
X:  Press X key once 
X (n times): Press X key n times 
X (n seconds): Press and hold X key for n seconds or more. 
X＋Y:  Press X and Y keys simultaneously 
X＋Y (n seconds): Press and hold X and Y keys simultaneously for n seconds  
 or more 

 

 In this manual a number in gray means that it is flashing. 
The flashing digit indicates which digit can be set. Press         key to 
go to a different digit. 

 
 
 

 The PV/SV monitor screen in the Monitor and Program setting mode is 
the base screen of this instrument. The PV/SV monitor screen can be 
reached from any screens by any of the following operations. 

･MONI 
･RESET (When in control, the instrument will stop) 
･SET+<MODE 
･No key operated for 60 seconds. 

 
 

 
 
 

After the instrument is powered on, the model, the input type, and the input range are automatically displayed, followed by the “Monitor and Program setting mode.”  
Setting a program and/or monitoring an operation status can be basically achieved in this mode. Below is an outline of the menu structure. (The displayed screens may be different depending on the specification and the setting.) 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

 

 
 
 
 

A program setting procedure is shown below using the example pattern. The screens shown below are examples. Displayed screens may be different depending on the specification and the setting. 
 

[Example pattern] 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

TIME 
100 
0015 1 

SEG PTN 

3 

88888 Flashing (gray) 

MODE 

Monitor & Program setting mode 

1. Program setting 

Power ON Model, Input type and Input range 

PV/SV monitor 

Automatically 

RUN 

RESET 

[Reset mode (RESET)] [Program control mode (RUN)] 

Monitor & Program setting mode 

1. Program setting 

PV/SV monitor 

2. Operation 

Segment in progress 
Level/Time 

 
3. Monitor mode 

MONI * 

MONI * 

(See chapter 1 below) 

Monitor & Program setting mode 
(Reset mode) 

PV/SV monitor PV/SV monitor display 

Measured value (PV) 
Execution pattern number 
Execution segment number 

28 
0STOP 
0000 1 

SEG PTN 

1 

Segment 1
level

Segment 1 level setting 

Set the Segment level of 
Segment 1 to “200 °C.” 

① 

Segment 1
time

Segment 1 time setting 

Set the Segment time of 
Segment 1 to “10 minutes.” 

Segment 2
level

Segment 2 level setting 

Set the Segment level of 
Segment 2 to “200 °C.” 

② 

LEVEL 
00200 

000 1 
SEG PTN 

1 

Segment 2
time

Segment 2 time setting 

Set the Segment time of 
Segment 2 to “20 minutes.” 

Segment 3
level

Segment 3 level setting 

Set the Segment level of 
Segment 3 to “100 °C.” 

③ 

Segment 3
time

Segment 3 time setting 

Set the Segment time of 
Segment 3 to “15 minutes.” 

b 

Segment setting A 

a 

TIME 
200 
0010 1 

SEG PTN 

1 

LEVEL 
00200 

000 1 
SEG PTN 

2 

TIME 
200 
0020 1 

SEG PTN 

2 

LEVEL 
00100 

000 1 

SEG PTN 

3 

Segment 4
level

④ 
LEVEL 
00000 

000 1 
SEG PTN 

4 

Pattern end setting 

Press the END key and 
assign Segment 3 as the End
segment. 

END 1, 2 

Pattern end

Pattern end display 

 
This indicates that Segment 3 
is the last segment. 

P.END 
0STOP 
0000 1 

SEG PTN 

3 

⑤ 
END.TM 
00200 
0020 1 

SEG PTN 

1 

Pattern end output time B 

Pattern end
output time

Pattern end output time setting 

Pattern end output time is set 
to “20 minutes.” 

⑥ 
01.S.SN 

00002 
000 1 

SEG PTN 

1 

Time signal 1
Start segment

number

Start segment number setting 

Start segment number of 
Time signal 1 is set to “2.” 

a 

b 

01.S.TM 
2 

0005 1 
SEG PTN 

1 

Time signal 1
Start time

Start time setting 

Start time of Time signal 1 is 
set to “5 minutes.” 

⑦ 

Time signal 1
End segment

number

End segment number setting 

End segment number of 
Time signal 1 is set to “3.” 

Time signal 1
End time

End time setting 

End time of Time signal 1 is 
set to “10 minutes.” 

Event 1 set value [C] * 10 

Number of repeating patterns 1 

Pattern link number 0 (No link) 

* Event 1 type: Deviation high 

⑧ 

⑨ 
⑩ 

⑧ 

Event 1 
set value

Event 1 set value setting 

Event 1 set value is set to 
“10°C.” 

Time signal setting C 

Event setting D 

EV1 
00010 
0020 1 

SEG PTN 

1 

⑨ 
RPT.PN 
00001 
0020 1 

SEG PTN 

1 

Number of
repeating patterns

Number of repeating patterns 
setting 

Number of repeating patterns 
is set to “1.” 

⑩ 
LNK.PN 
00000 
0020 1 

SEG PTN 

1 

Pattern link
number

Pattern link number setting 

Pattern link number is set to 
“0” (no link). 

PV/SV monitor
28 

0STOP 
0000 1 

SEG PTN 

1 

The Pattern end output is provided over a set period after
the completion of the program pattern. 

This instrument allows setting up to 16 patterns and 16
segments. 

A maximum of up to 4 events are settable. Configuration of
the events (with or without, type) can be made in the
Engineering mode. 

Pattern link number setting F 

 To set Segment time to infinite 
Soak segment (where temperature is kept constant) can be set to infinite. Unless the program is 
reset or stepped, continuous control continues at the segment level set for continuous operation.
 
[Setting example] 
In the above example, Segment 2 is a soak segment and Segment 2 time should be set to
infinite. 
 

Segment 2
time

Segment 2 time setting 

Set a value exceeding “199:59” to 
Segment 2 time. FIX (FIX) appears 
to indicate that the time was set to 
infinite. 

Display of continuous operation 
(Flashes during setting) 

TIME 
200 
FIX 1 

SEG PTN 

2 

There are the following two ways to abort the continuous operation. 
 Press the RESET key. The instruments enters the Reset mode (RESET) and the

program control is stopped. 
 Press the STEP key for two seconds or more. The program advances to the next

segment and the infinite time operation is stopped. 

Set Pattern End (④) after having set 
Segment 3 (③). 

Event setting 
[Event 1 to 4] 

D 

Pattern link number F 

Time signal setting 
[Time signal 1 to 4] 

C 

Pattern end 
output time 

B Number of repeating 
patterns 

E 

Segment setting 
[Segment 1 to 16] 

A 

To select the pattern, refer to 
“Preparation for the operation” on 
the backside of this paper. 

The Pattern end output when repeat is specified is
produced after the execution of the last program pattern. 

When patterns are linked, the time signal setting remains 
unchanged and valid. In this case, the available pattern 
end output is the setting of the last link. 

(See the back of this 
paper for chapter 2) 

(See the back of this 
paper for chapter 3) 

Time [min.] 

Level [C] 

100

200

5 min. 

Segment 1 
10 min. 

Segment 2 
20 min. 

Segment 3 
15 min. 

10 min. Pattern end output: 20 min. 

Pattern end setting 

① ② ③ 

④ 

⑤ 
⑥ ⑦ 

Time signal (TS) 1 

Quick  
Operation 
Manual 

Automatically 

* The         key is also available MODE 

1 The pattern end segment is one segment
before the segment where the END key
is pressed.  
In the example, as the Segment 3 is the
end segment, the END key is pressed in
Segment 4. 

2 Repeating pressing the       key without
pressing the END key, a maximum of 16
segments can be set. 

01.E.SN 
00003 

000 1 

SEG PTN 

1 

The number of time signals needs
to be configured in advance in the
Engineering mode. 

The number of events needs to
be configured in advance in the
Engineering mode. 

Number of repeating patterns setting E 

28 
0STOP 
0000 1 

SEG PTN 

1 

28 
100 
010 1 

SEG PTN 

1 

01.E.TM 
3 

0010 1 
SEG PTN 

1 



 

HEADQUARTERS: 16-6, KUGAHARA 5-CHOME, OHTA-KU TOKYO  
 146-8515 JAPAN 

PHONE: 03-3751-9799 (+81 3 3751 9799)  
E-mail: info@rkcinst.co.jp 

FEB. 2021 

Website:  
https://www.rkcinst.co.jp/english/ 

The first edition: FEB. 2019 [IMQ00] 
The second edition: FEB. 2021 [IMQ00] 

Modbus is a registered trademark of Schneider Electric.  
Company names and product names used in this manual are the trademarks or registered
trademarks of the respective companies. 

Set a desired pattern No. 

using the      and the     

keys. 

 

 
 

Wait 
● Wait function 
When Measured value (PV) does not follow the progress of the program 
during the Program control operation, the program will be on standby state 
at Segment time end point until the Measured value (PV) reaches the Wait 
zone. 

 
 
 
 
 
 
 
 
 
 
● Wait display 
Alternates displaying “WAIT (WAIT)” and Segment remaining time (0:00) 
when the program is in Wait state. 

 
 
 
 
 
 
 

 
 
Program control start selection 
Segment level at the start of the program control can be selected.  
● Start type 
[Zero start] 
Set the segment level at the start of the program control to “0.” 
 

 

 

 

 

 

 

[PV start] 
Set the segment level at the start of the program control to “the 
measured value.” 
 

 

 

 

 

 

 
 

[PV start (time saving)] 
Forward the time of process to the same level of the Set value (SV) of 
the Measured value (PV) at start. 
 

 

 

 

 

 

 

 

 
 
 
 

Preparation before operation 
Before starting the program control, select a pattern to be used in the 
program control. Patterns can be switched in the Reset mode 
(RESET). 

 
● Switch patterns one by one 
When the PTN key is pressed in Reset mode (RESET), the pattern 
number increases one by one. The pattern number cannot be changed 
while Segment level/Segment time are being modified. 

 
 
 
 
 
 
 
● Switching to a desired pattern 
Press the PTN key for 2 seconds or more to enter the Pattern switching 
mode. The pattern number cannot be changed while Segment 
level/Segment time are being modified. 

 
 
 
 
 
 
 

 
 
 
 
Start/Stop (Reset) of program control 
To start the program, switch the mode to Program control mode (RUN). 
 
● Execution method 
Press the RUN key in the Reset mode (RESET). The operation starts. 
Pressing the RESET key in the Program control mode (RUN) stops the 
operation. 
 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 
 
 
 
Display during program control 
● Checking pattern status (Up/Down) 
The pattern status now in execution can be checked by the ramp 
status lamp on the instrument front panel. 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
● Function of ALM lamp 
ALM lamp lights when any of the following occurs. 

 Event 1 to 4 
 Heater break alarm (HBA) 1 or 2 
 Control loop break alarm (LBA)  
 Input error 

 
 
 
 
 
 
 
 
 
 
 
 
 
 

Refer to “Comprehensive event state” in “3. Monitor mode” 
for the meaning of alarm occurrence. 

 
 
 

 

 
Suspending program progress (HOLD) 
The Hold (HOLD) function is used to suspend the program progress during the program 
control. 

 
 
 
 
 
 
 
 
 
 
● Execution method 
To enter the HOLD status, press the HOLD key for 2 seconds or more during 
the Program control. Pressing the HOLD key for 2 seconds or more during the 
HOLD state releases the hold state and the Program control resumes. 
 
● HOLD display 
In HOLD state, “HOLD (HoLd)” and the Segment remaining time will alternate on TIME display. 

 
 
 
 
 

 
Moving one segment forward (STEP) 
The Step (STEP) function is used to move the program process one segment forward. 
 
 

 

 

 

 

 

 

 

 

 

 

 

 

● Execution method 
To perform STEP function, press and hold the STEP key for 2 seconds or 
more during the Program control operation. 
 

 

STEP function is not operative when the program is in HOLD state. 
 

 
 

 
Ending the Program 
When the program ends and the instrument enters the Pattern end state, such a screen as 
shown below is displayed. 
 

● Pattern end display 
When Pattern end is reached, “END (End)” is displayed on the TIME display. When Pattern 
end output is produced, the remaining time of Pattern end output and “END” are displayed 
alternately. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 

2. Operation 

Program control related functions 

3. Monitor mode 

Monitor & Program setting mode  
(Program control mode) 

PV/SV 
monitor 

28 
200 
000 1

SEG PTN 

1

Displays in turn. 

Segment remaining 
time 

28 
200 
WAIT 1

SEG PTN 

1

Wait display 

● Setting of Wait zone 
Wait zone (high/low) is set in the Parameter setting mode. 
 
 

28 
0STOP 
00000 

SEG TN 

PV/SV 
monitor 

Monitor & Program setting mode  
(Reset mode) 

Parameter setting mode 

Pn00  
ProG 
0010 1

SEG PTN 

1

Parameter
group 
No. 00

Program

Pn80  
WAIT 
0010 1

SEG PTN 

1

Parameter
group

No. 80
Wait

ZONE.H 
00000 
0010 1

SEG PTN 

1

Wait zone
high

ZONE.L 
00000 
0010 1

SEG PTN 

1

Wait zone high 
Setting range: 
0 to Input span 

Wait zone low 
Setting range: 
Input span to 0 

Pn80  
WAIT 
0010 1

SEG PTN 

1

Parameter
group

No. 80
Wait

Wait zone
low

● SV selection at program start 
The segment level at the start of the program control can be set in SV 
selection at program start in the Setup setting mode. 
 
 

or 
MONI 

RESET 

Displays the ramp status 
[White] 

Example pattern 

Rise Soak Fall 

Lighting Lighting Lighting 

28 
100 
010 1 

SEG PTN 

1 

28 
0STOP 
0000 1 

SEG PTN 

1 

Monitor & Program setting mode 
(Reset mode) (Program control mode) 

PV/SV
monitor

Number of
repeating
patterns
monitor

Pattern
remaining time

monitor

Manipulated
output value

monitor
[Heat-side]

Manipulated
output value

monitor
[Cool-side]

Current
transformer 1

(CT1)
input value

Current
transformer 2

(CT2)
input value

Comprehensive
 event state

Data range: 
1 to 1000 times 
 
1000: Continuous 
 operation 

Data range: 
0:00 to 999:59 
 
Unit:  
[hour:minute] or 
[minute:second] 

Data range: 
5.0 to 105.0 % 

Data range: 
5.0 to 105.0 % 

Data range: 
0.0 to 100.0 A 

Data range: 
0.0 to 100.0 A 

Data range: 
EVT1: Event 1 
EVT2: Event 2 
EVT3: Event 3 
EVT4: Event 4 
HBA1: Heater break alarm 1 (HBA1) 
HBA2: Heater break alarm 2 (HBA2) 
LBA: Control loop break alarm (LBA) 
INP.UP: Input error high 
INP.DN: Input error low 

RPT.PN 
1 

010 1 
SEG PTN 

1 

PTN.TM 
035 
010 1 

SEG PTN 

1 

MV 
-  5.0 

0000 1 
SEG PTN 

1 

MVc 
-  5.0 

0000 1 
SEG PTN 

1 

CT1 
30.0 
0000 1 

SEG PTN 

1 

CT2 
30.0 
0000 1 

SEG PTN 

1 

EVENT 
EVT1 
0000 1 

SEG PTN 

1 

When an event occurs, the 
character of the occurring 
event is displayed. If two or 
more events occur at the 
same time, the relevant 
characters are displayed 
alternately every 0.5 seconds.

Return to 
PV/SV monitor 

MONI * MONI * 

MONI * 

MONI * 

MONI * 

MONI * 

MONI * 

MONI * 

MONI * 

PV/SV 
monitor 

Monitor & Program setting mode 
(Reset mode) 

Before operation, select a 
pattern number to execute. 
Refer to "Preparation before 
operation" shown left. 

RUN 

Monitor & Program setting mode 
(Program control mode) 

Measured value (PV) 
 
Segment level 
Segment remaining time 

Segment number in progress 

Pattern number in progress 

RESET 

PV/SV 
monitor 

28 
0STOP 
00000 

SEG PTN 

11

28 
200 
010 1

SEG PTN 

1

PV/SV 
monitor 

Monitor & Program setting mode 
(Reset mode) 

28 
0STOP 
00000 

SEG PTN 

11

Press the RESET key to return 
the Reset mode (RESET). 

ALM lamp [Red] 

Time 

Level 

Program 
pattern 

Segment 1 

Perform STEP 

Skip to the beginning of the 
next segment. 

Segment 2 Segment 3 

Time 

Level 

Segment 1 

Program 
pattern 

Wait zone high 

Wait zone low 

Wait release point 

Measured value (PV) 

Segment 2 

Segment time end point 

Wait zone of segment 1 

Wait period 

(2 seconds) 

28 
0STOP 
00000 1

SEG PTN 

1

PV/SV 
monitor 

Monitor & Program setting mode  
(Reset mode) 

PTN 
00001 
0010 1

SEG PTN 

1

Execution 
pattern 
selection 

Pattern transfer mode 

PTN 
(2 seconds) 

Press 

RUN 

Press 

RESET 

Time 

Level 

Segment level  
at HOLD start Program pattern 

HOLD start point: 
Program progress is put on 
hold and operation continues 
in the segment level at HOLD 
start point. 

HOLD release point: 
Restart the program from Segment 
level of HOLD start point. 

Progress of program 
is on hold. 

Program pattern when HOLD 
function is not ON 

Monitor & Program setting mode  
(Program control mode) 

PV/SV 
monitor 

28 
200 
010 1

SEG PTN 

1

Displays in turn. 

Segment remaining time 

28 
200 
HOLD 1

SEG PTN 

1

HOLD display 

Monitor & Program setting mode  
(Program control mode) 

PV/SV 
monitor 

28 
200 
010 1

SEG PTN 

1

Displays in turn. 

Remaining time of 
pattern end output 

time 

28 
200 
END 1

SEG PTN 

1

Pattern end 
display 

Press 

RESET 

PTN 28 
0STOP 
00000 2

SEG PTN 

1

Pattern No.1 is being 
displayed. 

Switch the Pattern to 
Pattern No.2 

28 
0STOP 
00000 1

SEG PTN 

1

PV/SV 
monitor 

Monitor & Program setting mode  
(Reset mode) 

* The         key is also available MODE 

Press for  
2 seconds 
or more 

HOLD Press for  
2 seconds 
or more 

STEP 

SV selection at program start 
Setting range 
0: Zero start (Factory set value) 
1: PV start 
2: PV start (time saving) 

28 
0STOP 
00000 11

SEG PTNP

11

PV/SV 
monitor 

Monitor & Program setting mode 
(Reset mode) 

+ MODE 

Setup setting mode 

Sn00  
ProG 
0010 1

SEG PTN 

1

Setting group
 No. 00
Program

ST.SV 
00000 
0010 1

SEG PTN 

1

SV selection
 at program

 start

or 
MONI 

RESET 

Starts from the segment 
level same as the  
measured value (PV) at 
the time of operation start. 

Time 

Level 

Measured 
value (PV)

Program pattern 

Program start 

Segment  
1 

Starts from 
zero. 

Time 

Level 

0

Program pattern 

Program start 

Segment  
1

Time 

Level 

Time saving 

Program pattern 

Program start 

Segment  
1 

Forward the time of process to the same 
level of the Set value (SV) of the Measured 
value (PV) at start. 

Measured 
value (PV)

0


